pH RANGE FINDING TEST KIT
CODE 2036

<table>
<thead>
<tr>
<th>QTY.</th>
<th>CONTENTS</th>
<th>CODE</th>
</tr>
</thead>
<tbody>
<tr>
<td>60 mL</td>
<td>*Range Finding Indicator</td>
<td>*2220-H</td>
</tr>
<tr>
<td>1</td>
<td>pH Wide Range Color Chart</td>
<td>1385</td>
</tr>
<tr>
<td>2</td>
<td>Test Tubes, 5 mL, w/caps</td>
<td>0230</td>
</tr>
</tbody>
</table>

*WARNING: Reagents marked with an * are considered to be potential health hazards. To view or print a Material Safety Data Sheet (MSDS) for these reagents go to www.lamotte.com. To obtain a printed copy, contact LaMotte by e-mail, phone or fax.

To order individual reagents or test kit components, use the specified code number.

PROCEDURE

1. Fill test tube (0230) to 5 mL line with sample water.
3. Holding tube approximately ½“ away from white area of color chart, match sample color to a color standard. Record as pH.

LaMOTTE COMPANY
Helping People Solve Analytical Challenges℠
PO Box 329 • Chestertown • Maryland • 21620 • USA
800-344-3100 • 410-778-3100 (Outside U.S.A.)
Visit us on the web at www.lamotte.com