SAMPLE DILUTION

TO MEASURE IRON UP TO 20 ppm
Dilute 1 part of sample water with 1 part of distilled or deionized water. Follow test instructions. Multiply comparator reading by 2.

TO MEASURE MANGANESE TO 10 ppm
Dilute 1 part of sample water with 3 parts of distilled or deionized water. Follow test instructions. Multiply comparator reading by 4.

LaMOTTE COMPANY
Helping People Solve Analytical Challenges℠
PO Box 329 • Chestertown • Maryland • 21620 • USA
800-344-3100 • 410-778-3100 (Outside U.S.A.) • Fax 410-778-6394
Visit us on the web at www.lamotte.com